[The determination of class-M immunoglobulins in the latex agglutination reaction].
Results of measuring the concentrations of IgM in human serum using a specific latex diagnostic agent in the latex agglutination test (LAT) are presented. The authors demonstrate a higher efficacy of LAT in comparison with Mancini's method.